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APPENDIX  A.

and is to have a diameter outside of about 8 millimetres. The
size of the way through the tap and of the connections is such that
when a meter is being proved in the manner to be described, the
water fills the instrument from one mark to the other in about one
minute. The water vessel has a tubulure above for filling it, closed
by a cork through which passes a narrow glass tube, so that

FIG. oo.

air may enter or escape. The end of the tube is bent round upon
itself in the form of a crook, so as to exclude dust and dirt. An
indiarubber tube connects the tube at the base 6f the measure
with the stoj>cock of the water vessel. An ordinary chemical
thermometer is provided for taking the temperature of the water.
The pipe supplying gas to each meter is provided near the

